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Spectrum Test Report

NAME: PT-FL3-200 TYPE:CCT WEIGHT:

DIM.: SPEC. : SERIAL No.:

MFR.: LAB DIEN QUANG

1.2- SDCM:7.0

0.343

0.337

0.331

Spectrum(normalised)
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Wavelength (nm) F6500, x= 0.313 y=0.337

Color Parameters:

Chromaticity Coordinates:x=0.3199 y=0.3356/u'=0.2003 v'=0.4729 duv=0.00305
Tc=6094K Dominant WL:Ld=493.9nm Purity=4.4%

Ratio:R=14.3% G=80.0% B=5.7% Peak WL:Lp=452.3nm HWL:23.2nm

Rendering Index:Ra=85.9 TLCI = 78

R1 =85 R2 =91 R3 =93 R4 =85 R5 =85 R6 =86 R7 =89

R8 =74 R9 =23 R10=77 R11=84 R12=61 R13=87 R14=97 R15=81

E =176.8 1x Ee = 0.5767 W/m2

Status: T=15.00ms Ip=41055 (63%) [ HAAS-2000A(CAN) ]

Tester:NGUYEN THANH DANH Date:
Temperature:25.9Deg Humidity:62%

Manufactory:LAB DIEN QUANG Remarks:5109 PT-FL3-200

System:HAAS-2000A (CAN)



